Lower infection rates after introduction of a photocatalytic surface coating.
Health care facilities contain potentially contaminated surfaces that are either difficult to sanitize or prone to recontamination. Photocatalytic materials exhibit antimicrobial activity when exposed to light and provide a safe, durable coating on a wide range of surfaces. We assessed infection rates before and after introduction of a photocatalytic coating in our facility. Infection rates decreased overall by 30%, a change that was statistically significant (P = .02). Similar changes to the built environment merit additional investigation.